Integrating microfluidics and lensless imaging for point-of-care testing

SangJun Moon, Hasan Onur Keles, Aydogan Ozcan, Ali Khademhosseini, Edward Hæggstrom, Daniel Kuritzkes, Utkan Demirci

Abstract

We demonstrate an integrated platform that merges a microfluidic chip with lensless imaging to target CD4+ T-lymphocyte counts for HIV point-of-care testing at resource-limited settings. The chips were designed and fabricated simply with a laser cutter without using expensive cleanroom equipment. To capture CD4+ T-lymphocytes from blood, anti-CD4 antibody was immobilized on only one side of the microfluidic chip. These captured cells were detected through an optically clear chip using a charge coupled device (CCD) sensor by lensless shadow imaging techniques. Gray scale image of the captured cells in a 24 mm × 4 mm × 50 μm microfluidic chip was obtained by the lensless imaging platform. The automatic cell counting software enumerated the captured cells in 3 s. Captured cells were also imaged with a fluorescence microscope and manually counted to characterize functionality of the integrated platform. The integrated platform achieved 70.2 ± 1.6% capture efficiency, 88.8 ± 5.4% capture specificity for CD4+ T-lymphocytes, 96 ± 1.6% CCD efficiency, and 83.5 ± 2.4% overall platform performance (n = 9 devices) compared to the gold standard, i.e. flow cytometry count. The integrated system gives a CD4 count from blood within 10 min. The integrated platform points a promising direction for point-of-care testing (POCT) to rapidly capture, image and count subpopulations of cells from blood samples in an automated matter.

1. Introduction

HIV remains the most serious infectious disease challenge to public health (WHO, 2008a). As a result of inadequate access to HIV prevention and treatment, everyday, more than 6800 people contract HIV and more than 5700 people die from AIDS, globally. In 2007, worldwide, 33.2 million people had HIV. In addition, 2.5 million of these people were newly infected and 2.1 million died from AIDS. Currently, there is a lack of available monitoring technologies at resource-limited settings. Blood cell isolation methods are used to monitor progress of infectious diseases, such as CD4+ T-lymphocytes (Hammer et al., 2008). Both CD4+ T-lymphocyte and viral load counts of patients have been used to monitor and initiate treatment of HIV disease using antiretroviral therapy (ART). ART is started for infected persons with CD4+ T-lymphocyte counts below 200–350 cells/μl (Hammer et al., 2008). The CD4+ T-lymphocyte count is performed currently 3–4 times a year in the developed world, and twice a year in the developing world using fluorescent activated cell count and sorting systems (FACS) (WHO, 2008c).

In resource-limited settings, current advanced technologies such as FACSCount (Reecekston, California, USA) face a significant challenge to monitor or count thousands of cells because of equipment costs ($27,000), reagent costs ($5–20), limited throughput (30–50 samples/day), need for an experienced operator, and maintenance costs (WHO, 2008b). There is a need for rapid diagnostic and monitoring systems that are simple-to-use, inexpensive, reliable, and disposable enhancing current monitoring methods. There have been ideas to create smaller flow cytometers targeting global health and point-of-care applications with limited functionality such as Guava EasyCD4 assay (Spacek et al., 2006). However, these equipment still cost about $35,000. There is a need to lower these costs even further for developing countries. Simple microfluidic approaches merged with rapid detection and counting could provide new avenues in this field.

Microfluidic chip and detection platform for infectious diseases could impact current global health problems (Yager et al., 2008).
These technologies could provide ease of use and minimal sample preparation steps for point-of-care testing (POCT) (Chin et al., 2007; Yager et al., 2006). To use microfluidic approaches to count CD4+ T-lymphocytes from whole blood, three significant challenges need to be addressed: (1) capture and isolation of CD4+ cells from whole blood with a microfluidic chip in a high throughput manner. (2) Detecting the captured cells rapidly. We choose to develop a lensless CD4 cell detection system which we address in this paper. (3) Merging the microfluidic chip with a wide field of view (FOV) lensless imaging technology, and (4) rapid automated counting of cells from captured images. As a solution to the first challenge, it was earlier demonstrated that CD4+ T-lymphocytes can be captured selectively from whole blood using microfluidic channels by fluorescent labeling or label-free techniques (Cheng et al., 2007a; Rodriguez et al., 2005). CD4+ T-lymphocytes can be captured from whole blood either by mechanical filtering (Rodriguez et al., 2005), or employing polydimethylsiloxane (PDMS) microfluidic devices with anti-CD4 antibody immobilization on the channel surfaces (Cheng et al., 2007a). These systems employ disposable microfluidic devices, but they require fluorescent labeling or long hours of counting under a microscope to determine CD4+ T-lymphocyte counts. Both approaches could be difficult to adopt for POCT at resource-limited settings, since whole process needs to be performed in minutes rather than hours to be useful. This poses the following challenges to detect and quantify cells rapidly. As a first step to achieve the second challenge (Ozcan and Demirci, 2008), cells free floating in microfluidic channels and placed between glass slides were detected by lensless cell shadow imaging. The key unresolved step that we demonstrate in this paper is to merge a properly fabricated microfluidic chip that can capture CD4+ T cells from blood with a lensless imaging system that can detect captured cells in a channel. As a result, this platform provides a solution to capture/detect CD4+ T-lymphocytes from blood samples. The last challenge is to rapidly enumerate the detected cells captured on the whole chip, which is performed by an automatic cell counting software. In this paper, we attack these challenges that are crucial to develop a label-free lensfree CD4 T cell counting platform targeting resource-limited settings.

Targeting the detection and counting challenges, there have been efforts to use electrodes integrated into microfluidic channels to indirectly quantify the number of cells using cell lysate electrical impedance (Cheng et al., 2007c) or using a local electric current change (Wang et al., 2008). However, these methods may suffer from patient-to-patient variations, multiple wash steps, and low signal-to-noise levels. Instead of these indirect methods, recently direct cell detection methods through wide FOV have been developed such as lensless systems to image cells, (LUCAS: a lensless, ultra wide-field cell monitoring array platform based on shadow imaging) (Ozcan and Demirci, 2008), to track Caenorhabditis elegans motion (Cui et al., 2008), and to detect antibody binding (Ozkumur et al., 2008). To have a platform system that achieves multiple functionalities of capture/detection/counting with whole blood comprises various additional integration difficulties, such as signal-to-noise ratio (SNR).

In this paper, we focus on developing an integrated platform targeting point-of-care applications at resource-limited settings to count CD4+ T-lymphocytes from whole blood. We also present a method that creates microfluidic chips without using expensive photo-lithographical approaches. We demonstrate challenges and provide solutions to create an integrated platform that achieves sequentially: (i) selective rare cell capture on a microfluidic chip, (ii) detection of captured cells rapidly by a lensless CCD imaging platform, and (iii) automated cell counting to create an inexpensive system to enumerate CD4+ T-lymphocytes from blood samples.

2. Materials and methods

2.1. CD4+ T-lymphocytes capture

In our experiments, 10 μl aliquot of blood sample (buffy coat) is diluted with serum to match similar white blood cell concentration levels of whole blood keeping red blood cells (RBCs). This serum is extracted by 1000 rpm centrifuge of the blood for 20 min. Blood samples were obtained from Harvard Medical School (HMS). The samples were introduced into the fabricated microfluidic channel that is coated with the surface immobilized CD4 antigen, supplementary note. The sample was injected for 2 min, at 5 μl/min, at room temperature, using a syringe pump (Harvard Apparatus PHD, 2000, Holliston, MA). The sample volume, 10 μl, was determined such that the captured cells just barely covered the entire channel floor. Immediately after sample injection, PBS was flowed for 3 min through the chamber at 20 μl/min to wash away unbound cells such as red blood cells, and undesired CD4+ monocytes. These sample injection and washing flow speeds were chosen according to the analytical results in supplementary note.

2.2. Lensless cell detection

The microfluidic chip can be directly imaged with the CCD imaging platform and cells can be counted by automatic cell counting software. These steps take less than a minute. To image shadow patterns of captured cells with the CCD image sensor (KODAK, KAI-11002, Rochester, NY), the microchip was placed on the CCD surface. One gray color image of the entire channel surface was taken in 1 s. The sensor features more than 11 million square pixels (9 μm wide), across the active sensor array area, 37.25 mm × 25.70 mm (Fig. 1). The large dimensions of the KODAK CCD chip allowed us to use commercially available microscope cover slides (24 mm × 35 mm × 0.10 mm). The white light, emitted by a halogen lamp (Micro-Lite, FL3000, Three Rivers, MA) with an annual light guide, passes through the PMMA cover and reaches the captured cells. A point white light source can be assumed as planar light source, if the light source is set up far from an object, i.e. a cell (Fig. 1a). Light intensity of a cell shadow image is determined by diffraction, which can be calculated by Rayleigh–Sommerfeld diffraction integral (Ozcan and Demirci, 2008). Fresnel number \( N = \pi D^2 / (4 z L) \) was used for determining whether our system was in diffraction (\( N > 1 \)) or Fraunhofer region (\( N < 1 \)). Our system operates in the Fraunhofer region (\( N \approx 0.1 \)) with the following conditions: cell diameter (\( D = 10 \mu m \)), distance (\( z = 1.4 \) mm), and wavelength of light source (\( \lambda = 400–700 \) nm, white light). Although we operate in this region, the shadow image can be recognized by a CCD sensor. Fig. 1c shows the entire channel image captured by a CCD after the cell capture process. Enlarged figure shows that the dark rings are from diffracted light forming the shadow cell images. When the distance between the cell and CCD surface was increased, the ring diameter of shadow image was enlarged. This effect was observed until SNR between the shadow and background light intensity reached the detection limit of CCD pixels. Higher \( z \) values for our system (1.4 mm) are more beneficial for low CCD resolution, since it exaggerates the shadow image to larger than the actual cell size. An automatic cell counting software can resolve a threshold signal level, which determines the boundaries between cell membranes and background (Seo et al., 2008). The CCD images were analyzed to count cells and characterize a distribution of captured cells as a function of distance from the channel inlet using the public domain NIH Image program (developed at the U.S. National Institutes of Health and available on the Internet at http://rsb.info.nih.gov/nih-image/).
Fig. 1. A schematic view of the CCD imaging platform: (a) CCD imaging platform to detect the captured cells. When light is incident on the captured cells, cells diffract and transmit light. Shadows of the captured CD4+ T-lymphocytes generated by diffraction can be imaged by the CCD in 1 s. Image is obtained with the lensless CCD imaging platform. (b) Picture of the microfluidic chip and CCD imaging platform. Field of view of the CCD sensor is 35 mm × 25 mm. The entire microfluidic device can be imaged without alignment by simply placing the microfluidic channel on the sensor. (c) Image taken with the lensless CCD imaging platform and the shadow image of the cell in the microfluidic channel is shown. The image is obtained by diffraction. Scale bar, 100 μm.

2.3. Fluorescent imaging

To characterize device functionality, i.e. capture specificity and efficiency, additional processing steps were performed. The captured cells were fixed by incubating with cell fixing solution for 15 min. Then cell staining solution was injected into the channel for 30 min at room temperature and incubated to enhance fluorescent antibody binding for 90 min at 4°C. The injection speed for all processing steps was 5 μl/min to eliminate loss of weakly binding cells. After washing the channel with PBS to remove excess fixing and fluorescent solution, captured cells were imaged using an inverted microscope (Nikon Eclipse TE2000, Nikon, Japan). Employing a 1 mm² field of view through a 10× objective lens, four measurements of different fluorescent images were taken (Fig. 2a). Each image was obtained by using four color filter cubes: UV (359 nm/461 nm) for DAPI, GFP (489 nm/509 nm) for AF488, and Cy5 (650 nm/670 nm) for AF647 to filter a specific excitation and emission wavelength. Entire channel was imaged by taking 384 adjacent images; 4 (channel width) × 24 (channel length) × 4 (fluorescent colors). A DAPI stain was used to distinguish cells from RBCs and artifacts. Both anti-CD4 antibody – AF488 and anti-CD3 antibody – AF647 stains were used to determine whether the captured cells were CD3+CD4+ T-lymphocytes or CD4+ cells.

3. Results

The blood samples were analyzed by standard flow cytometry to determine the actual fraction of CD4+ T-lymphocytes in whole blood. The flow cytometric measurements were performed on a FACS Calibur (Beckton Dickinson Immunocytometry System, San Jose, CA) using the BD CellQuest Pro software. Three devices were tested per blood sample to evaluate platform performance. All anti-
CD4 antibody – AF488 and anti-CD3 antibody – AF647 stained cells were manually counted by comparing to blue stained cells to remove errors that could stem from unexpected fluorescent emission of non-nuclear cells or artifacts. We evaluated our microfluidic chips and platform based on the manual count results of each image compared to flow cytometry results.

The CD3⁺CD4⁺ T-lymphocyte capture specificity was defined as the total number of captured CD3⁺CD4⁺ T-lymphocytes, anti-CD4 antibody – AF488 and anti-CD3 antibody – AF647 stained cells, divided by the number of CD4⁺ captured cells, green stained cells (specificity = overlapping red and green dot count/green dot count). The capture specificity indicates how effectively the cap-

---

**Fig. 2.** Cell capturing results using anti-CD4 antibody surface immobilization: (a) optical and fluorescent images under fluorescent microscope to identify the captured cells. (i) Optical image of the channel (10×), (ii) DAPI stained cell image (UV excitation/blue emission), (iii) CD4⁺/AF488 stained cell image (blue excitation/green emission), (iv) CD3⁻/AF647 stained cell image (orange excitation/red emission) were taken at the same position in microfluidic channel. All pictures have the same field of view. The flow direction is indicated from inlet to outlet. Red arrows indicate artifacts detected by DAPI staining and white arrows indicate CD3⁻CD4⁺ cells, which were stained by anti-CD3 antibody – AF647 (red). (b) Number of captured cells per unit area (mm²) in the microfluidic channel as a function of distance from the inlet. Scale bars are 5 mm and 100 μm. (For interpretation of the references to color in this figure legend, the reader is referred to the web version of the article.)
tured CD4+ cells were removed by the shear based filtration process. Fig. 2a shows four images (bright field, DAPI, AF488, and AF647 fluorescence) obtained from a chip with 10× objective lens (1 mm × 1 mm FOV). There were some artifacts generated by nucleus-free cells such as unwashed red blood cells or dust particles on the device surface as indicated by two red circles (Fig. 2a (i) and (ii)). The artifacts affect the CCD imaging and cause errors related to CCD efficiency. The non-overlapping cells in the bright field and blue stained images indicate that the distance from cell to sensor (z = 1.4 mm) is suitable for detecting without overlapping cell shadows (<200 cell/mm²). The chip specificity was evaluated by comparing fluorescent images shown in Fig. 2a (iii) and (iv).

The capture efficiency of the chip was defined as the total number of captured CD3+CD4+ T-lymphocytes with anti-CD4 antibody – AF488 and anti-CD3 antibody – AF647 stained cells, divided by the flow cytometry count, i.e. the gold standard (efficiency = overlapping red and green dot count/gold standard). The efficiency indicates how effectively the processed microfluidic chip captures CD3+CD4+ T-lymphocytes from 10 μl of blood volume. Fig. 2b shows the captured cell density along the 24 mm long channel considering the average cell count in every 4 mm (W) × 1 mm (L) section. At the inlet, there are more CD4+ cells in the blood sample to be captured. As the blood moves further down the channel, there are fewer cells left to be captured and consequently the number of cells captured per length decreases along the channel. Even though the number of captured cells decreased, it does not reach zero at the end of the channel. This stems from using a 24 mm long microfluidic channel to capture CD4+ cells. Longer microfluidic channels capture more CD4+ cells. This directly affects the capture efficiency. For instance, a 50 mm long channel achieves more than 90% capture efficiency. However, we chose a 24 mm long channel design, since a longer channel will have more area that needs to be detected by the CCD sensor and more cells to image and count. The important aspect is the repeatability of the capture efficiency. To achieve the end goal of counting CD4+ T-lymphocytes at the POCT, the overall platform performance must be repeatable within a clinically acceptable error range (±10%). Also, Fig. 2b indicates the specificity of the cell capture along the channel distance. The difference between anti-CD4 antibody – AF488 (CD4+ cells) and anti-CD4 antibody – AF488 and anti-CD3 antibody – AF647 (CD3+CD4+ cells) stained cell counts do not significantly vary along the entire channel length, although there is a pressure drop from the inlet to the outlet port (mean and standard deviation of the difference are 15 and 3 cells, respectively). This indicates that shear filter works through the entire channel.

Table 1 and Fig. 3 show microfluidic chip capture specificity, capture efficiency, CCD efficiency, and overall platform performance. The average of nine devices was used to evaluate the efficiency and specificity of the CCD imaging platform. The chip specificity and efficiency are related to the surface chemistry and shear based mechanical filtration methods. The average value of the three blood samples shows 88.8 ± 5% capture specificity for CD4+ cells and 70.2 ± 6.7% capture efficiency (n = 9 devices).

The CCD efficiency was obtained by the ratio of CCD count and all captured cells (CCD efficiency = CCD count/blue stained cell count). It indicates CCD imaging efficiency based on signal-to-noise ratio of imaged cells. We observed that CCD efficiency is 96 ± 1.6%. This high efficiency shows that the shadow diffraction image gives a sufficiently high signal-to-noise ratio.

CD4+ cell capture in the channel can be performed in less than 10 min. After the cell capture step, it takes less than 20 s to get the CD4+ cell counts using the CCD sensor system (1 s to capture the whole image of cells in the microfluidic channel, 3 s to run the automated cell counting software). This time budget is based on our experimental data. The enumeration time may be further reduced by employing smaller sample volumes (e.g., 5 μl of whole blood) without sacrificing the CD4 counting accuracy. Such a rapid CD4 count allows high throughput at resource-limited settings, when compared to existing systems (e.g., magnetic beads; 5–10 test per day) and flow cytometry (30–50 test per day, including incubation times for fluorescent cell staining) (Paltiel et al., 2005; WHO, 2008a).

Further, this overall platform performance was defined by the ratio of CCD image count and absolute number of target cells obtained from gold standard, i.e. flow cytometry (overall platform performance = CCD image count/gold standard). ‘Overall platform performance’ is the key descriptor of this device, since the CCD count “all cells” would be clinically used to estimate the CD4+ cell count. In our analysis, the overall platform performance was 83.5 ± 2.44%. The repeatable performance and small standard deviation, ±2.44%, allow correcting for the length dependent count bias (in this case we divide by 0.835). The corrected CD4+ cell count

<table>
<thead>
<tr>
<th>Table 1</th>
<th>Efficiency of the microfluidic chip and the CCD imaging platform.</th>
</tr>
</thead>
<tbody>
<tr>
<td>Cell counts (number of cells)</td>
<td>Cell stain specification</td>
</tr>
<tr>
<td>Microfluidic chip</td>
<td>Blue</td>
</tr>
<tr>
<td></td>
<td>Green</td>
</tr>
<tr>
<td></td>
<td>Red</td>
</tr>
<tr>
<td>Flow cytometry</td>
<td>Gold standard</td>
</tr>
<tr>
<td>CCD image</td>
<td>All cells</td>
</tr>
<tr>
<td>Analysis (%)</td>
<td>Chip specificity</td>
</tr>
<tr>
<td></td>
<td>Chip efficiency</td>
</tr>
<tr>
<td></td>
<td>CCD efficiency</td>
</tr>
<tr>
<td></td>
<td>Overall platform performance</td>
</tr>
</tbody>
</table>

a Cell stain specification: “blue”, “green”, and “red” correspond to DAPI stained cells, CD4-AF488 stained CD4+ cells, and CD3-AF647 stained CD3+CD4+ cells captured with the microfluidic devices, respectively. The microchip capture is compared to the gold standard, i.e. FACS. “All cells” represents the numbers of cells counted with the CCD imaging platform.

b Blood sample: all values are averaged values of the three data points that were obtained from three different microfluidic devices by analyzing the samples.

c Chip specificity: the ratio between captured CD3+CD4+ cells and absolute numbers of target cells obtained from gold standard, i.e. flow cytometry. The efficiency indicates how the processed microfluidic chip can effectively capture CD3+CD4+ T-lymphocytes from 10 μl of sample volume by the surface chemistry and the shear based filtration method.

d Chip efficiency: the ratio between captured CD3+CD4+ cells and absolute numbers of target cells obtained from gold standard, i.e. flow cytometry. The efficiency indicates how the processed microfluidic chip can effectively capture CD3+CD4+ T-lymphocytes from 10 μl of sample volume by the surface chemistry and the shear based filtration method.

e CCD efficiency: the ratio between CCD image count and captured blue stained cell count. It indicates imaging and automatic counting efficiency decided by a boundary threshold of imaged cells.

f Overall platform performance: the ratio between CCD image count and absolute numbers of target cells obtained from gold standard. It shows overall performance of the platform which is important for clinical applications.
estimate is clinically acceptable (±10% overall count error) (WHO, 2008b).

4. Discussion

It is ideal to minimize sample handling; reduce contamination and CD4+ cell count variation. This could be achieved by making the device handling automatic from the moment a drop of blood is introduced into the chip. According to our results, two flow rates should suffice to reach the desired specificity and efficiency. A simple two-flow rate actuator may be used instead of existing microfluidic pumps with fully variable flow rates. Further, the environmental temperature and humidity have to be controlled during both fabrication and device usage to ensure successful surface chemistry. Although such control is manageable in a developed world setting, it may constitute a challenge in a developing world setting. The shelf life of the device is also important. We observed that the device can prolong for one month in a refrigerator. Handheld refrigerators (Vaxicool Mobile refrigerator, Acutemp, Ohio, US) are available in the developing world. These small refrigerators could be used to control the temperature and humidity in a closed volume (for days). The incubators could also be used to transport the chip to rural areas in developing settings with water-proof sealing. We anticipate this integrated platform to find applications both in developed and developing settings.

Sample cleanliness is critical to ensure that the CCD system does not identify artifacts as cells, i.e. dust particles. The overall performance of the system can also optically be improved by figuring out a different size based diffraction pattern between T-lymphocytes and monocytes without additional cost. There are three approaches to avoid this issue: (1) We continue to develop the software to automatically count cells, while intelligently separating the shadow signature of a dust particle from that of a cell. (2) In addition, we control the distance between the cell capture plane and the CCD surface to ensure that the cell shadow signature differs from that of artifacts. (3) We swipe the CCD protective surface clean before placing the microfluidic channel on the CCD camera. In addition, the microfluidic devices will be kept in a clean environment (such as handheld refrigerator). They can be free from dust particles by swiping the device surface prior to loading devices onto the CCD surface for cell detection and counting.

We demonstrated the proof-of-concept of an integrated platform for CD4+ T-lymphocyte counting using blood samples. In the long run, it is important to test the prototype in the field in a resource-limited setting to allow final optimization for point-of-care testing. We will be focusing in our future work on additional questions that remain related to the point-of-care operation, e.g. sample handling, contamination, and environmental effects such as temperature.

The microfluidic chips were made of glass and plastic. The operation of the laser cutter was automated and inexpensive. The fabrication yield exceeded 99%. The 1% yield variation was mostly due to the manual handling of the double-sided adhesive tape. The overall yield after the blood injection and washing steps was 90%. The additional 9% loss was due to bubble formation during handling or bonding misalignment. The material cost to build such a microfluidic device with surface chemistry could be reduced in case of mass-fabrication. Further, a commercialized CMOS based camera could also be utilized as a cell counting system instead of more expensive CCD-based system.

5. Conclusions

We demonstrated a novel platform by building a point-of-care device that is merged with lensless imaging for rapid automatic cell counting, i.e. CD4 counts for HIV monitoring within 10 min from blood. The lensless CCD imaging platform merged with label-free cell capturing is useful for resource-limited settings, since it eliminates the need for fluorescent imaging; it reduces the time for cell capture, imaging, and counting to a few minutes. Further, it has potential to reduce the need for skilled labor. The integrated platform was characterized for CD4+ T-lymphocyte capturing efficiency, specificity, CCD efficiency, and the overall performance using blood samples. The fabricated microfluidic chip efficiency and specificity are within clinically acceptable limits. The merger of the microchip with the CCD was successful to capture, image and automatically count the CD4+ T-lymphocytes. This integrated system poses a future direction for point-of-care testing especially focusing on global health applications at resource-limited settings.
Acknowledgements

This work was performed at the Bio-Acoustic MEMS in Medicine (BAMM) Labs, BWH-HST Center for Bioengineering, Brigham & Women's Hospital, Harvard Medical School. Dr. Demirci would like to thank the Wallace H. Coulter Foundation for the Young Investigator in Bioengineering Award and R01-AI081534. The authors further acknowledge funding from CIMIT (Center for Integration of Medicine & Innovative Technology). We also would like to thank the MIT Deshpande Center as well as numerous undergraduate and high school students who have been educated through the project: Mr. Leon Hulli, Dr. Shahnawaz Karim, Mr. Steve Wu, Mr. Fahim Manzur, Mr. Sohan Mikkilineni, Ms. Luvena Ong, Mr. Richard Lin, Mr. Serdar Karatekin, Mr. Adilene Flores, Ms. Jiao Wang, Mr. Greg Polley, Mr. Ashwin Suresh, Mr. Kevin Lee, and Ms. Mansi Y. Shinde. We would like to thank Dr. Shashi Murthy for the oxygen plasma system. Dr. Kuritzkes would like to acknowledge NIH grants RR016482 and AI060354 (Harvard University Center for AIDS Research).

Appendix A. Supplementary data

Supplementary data associated with this article can be found, in the online version, at doi:10.1016/j.bios.2009.03.037.

References


WHO, 2008b. CD4+ T-Cell enumeration technologies; Technical Information. WHO, GENEVA.